Reproducibility of human eye length measurement by ultrasound in vivo.
This article deals with the reproducibility of the ultrasound pulse echo method for the measurement of intra-ocular distances. It analyses individual kinds of errors and evaluates the minimum size of an intra-ocular pathological formation which still could be traced by the pulse-echo method.